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ABSTRACT 

A  dual  frequency  GPS  receiver  measuring  ionospheric,  delay  or  TEC  (Total 
Electron  Content)  named  GTR-2  was  const,  rue  Led  in  B.I  PM  (Bureau  International 
des  Poids  et  Mesures)[1J,  and  operates  in  regular  base  since  October  1988. 
CRL  (Communications  Research  Labor's  Lory)  also  has  completed  a  development  of 
the  same  equipment  this  year.  Tt  has  almost  same  performances  as  GTR-2  in 
BIPM.  By  using  these  two  receivers,  we  have  begun  to  compensate  the  time 
transfer  results  obtained  from  the  conventional  GPS  time  transfer  receivers 
between  Japan  and  Europe  under  the  cooperation  of  CRL  and  BIPM  lor  a 
construction  of  a  tight,  t.  i  mo-t:.ransf  er  1  i  ids  by  using  GPS  satellite.  This 
paper  shows  the  improvement,  of  GPS  time  transfer  results  by  using  the 
ionospheric  delays  measured  by  GTR-2, 

For  a  highly  transportable  geodetic  purpose  VLBl  (Very  Long  Baseline 
Interferometer)  station,  CRL  has  another  application,  program  of  GTR-2.  For 
this  compact  VT,BI  station,  we  are  making  a  study  of  ionospheric  compensation 
of  the  signal  from  radio  stairs  by  using  l.hc  TEC  data  obtained  from  GTR-2. 

CRL  also  have  a  plan  of  an  improved  version  of  GTR-2  which  uses  the 
phase  informations  of  reconstructed  continuous  signal s  obtained  by  making 
cross  correlation  of  the  received  111  (1575.42  MH/.)  and  L2(  1227.6  MHz)  signals 
from  the  GPS  satellites.  By  using  this  method,  it  can  be  estimated  that 
this  equipment  can  make  more  than  one  order  of  precise  measurement  of  the 
TEC  than  GTR-2. 

1  NTRODIJCTION 

The  ionospheric,  delay  is  one  of  the  largest  sources  of  error  for  the  time 
comparison  and  the  pos i t i oning  by  using  GPS  satellites.  The  activity  of  the 
ionosphere  depends  largel y  on  solar  activity  which  has  a  long  term  cycle  of 
about  1.1  years .  The  solar  activity  will  be  maximum  around  1991 ,  the  effects  of 
the  ionosphere  will  be  very  large  in  coming  few  years.  And  as  this  solar 
maximum  .is  estimated  as  a  one  of  the  largest:  one,  then  it  is  expected  that,  the 
Ionospheric  activity  will  have  large  el  fee  t.s  not.  only  on  the  time  comparison  and 
the  positioning  but:  also  on  the  commun  i  cat:  ion  links  via  communication 
satellites . 

MEASUREMENTS  RESULTS  OF  TEC  BY  GTR-2 

The  construction  of  GTR-2  in  CRL  has  completed  in  the  beginning  of  May, 
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1989,  and  we  started  its  continuous  operation  since  thaL  time.  It  uses  a 
directional  antenna  which  has  a  gain  of  about  10  dBi  for  LI  and  L2  signals  of 
GPS  satellite.  It  has  a  measurement  precision  of  about  2  x  10^°  electrons/iti  of 
TEC  and  about  1  ns  of  LI  signal  group  delay. 

Figure  1  shows  the  measurement  results  of  TEC  for  July,  1989  obtained  by 
the  GTR-2  in  CRL.  This  figure  shows  the  estimated  vertical  TEC  from  the 
measured  TEC  along  the  line  of  sight  to  the  GPS  satellites  by  using  a  simple 
ionosphere  model.  From  this  figure  LI  signal  has  more  the  10  ns  of  daily 
variation  caused  by  the  ionosphere.  Therefore  il.  can  be  said  that  one  must  make 
ionospbeic  compensation  by  using  actual  ionospheric  delay  to  perform  a  precise 
I.  i  me  comparison  or  pos  i  t  i  oning . 

APPLICATION  TO  TIME  COMPARISON  RESULTS 


The  major  Lime  keeping  laboratories  make  the  daily  Lime  comparison  by  using 
GPS  time  transfer  receivers  under  the  common  view[2]  schedule  calculated  by 
B1PM.  They  use  the  conventional  GPS  time  transfer  receivers  which  receive  the 
LI  C/A  code  signal  of  the  GPS  satellites,  and  they  make  ionospheric  delay 
correction  by  the  ionospheric  delay  model  transmitted  from  GPS  satellites.  This 
ionospheric  correction  model [3]  is  very  useful  for  the  single  frequency  GPS 
users,  but  it  has  not  enough  precision  to  make  a  precise  time  comparison  or 
positioning . 

Between  OP  (Paris  Observatory)  and  CRL,  we  made  the  ionospheric  delay 
correction  by  the  ionospheric  delays  measured  by  GTR-2  on  both  sites  instead  of 
Lhe  correction  model.  Figure  2  shows  its  shemaLie  concept.  GTR-2  on  both  sites 
are  programmed  to  make  simultaneous  measurements  with  time  transfer  receivers. 

Under  the  common-view  time  transfer  schedule  No. 13  calculated  by  BIPM,  we 
have  8  common-view  tracks  for  each  day  between  Japan  and  Europe.  Figure  3  shows 
the  time  comparison  results  for  three  months  between  OP  and  CRL.  In  this  figure 
two  curves  are  plotted,  one  is  UTC(0P)-UTC(CRL)  by  using  raw  data  obtained  from 
commercial  GPS  time  transfer  receivers  which  use  the  ionospheric  correction 
model  and  the  other  is  IITC(0P)-1JTC(CRL)  corrected  by  the  ionospheric  delay 
measured  by  GTR-2  on  both  siles,  and  100  ns  of  offset  are  given  to  divide  them. 
Figure  4  shows  the  zoomed  plots  of  Lhe  time  comparison  results  of  figure  3  (11 
days  of  the  beginning  of  July),  and  we  can  see  that  Lhe  time  comparison  is 
performed  with  much  higher  precision  when  the  measured  ionospheric,  delays  are 
involved . 


APPLICATION  TO  SINGLE  FREQUENCY  VLBI  OBSERVATION 

For  the  geodetical  application  of  GTR-2,  CRL  is  planning  to  apply  CTR-2  to 
VLBI  experiments. 

In  order  to  realize  a  compact  and  high  cost-performance  system,  a  highly 
transportable  VLBI  station  with  .3m  antenna  is  now  under  development  in  CRT, [4], 
For  the.  conventional  geodetic  VLBT  experiments,  each  VLBI  station  makes  the 
obserbations  by  dual  frequency  (X-band  and  S-band)  to  compensate  the  relative 
ionospheric  delay  between  both  sites.  Therefore  each  station  should  be 
equipped  the  facilities  for  these  two  receiving  hands,  such  as  feeds,  low  noise 
amplifiers,  local  signals,  backend  equipments  and  so  on. 

On  the  ot.her  hand,  if  one  can  estimate  the  ionospheric  delay  by  using  other 
method,  each  VLBI  sLaLion  has  no  need  t.o  make  Lhe  dual  frequency  measurement. 
This  means  that  the  one  can  realize  Lhe  maximum  antenna  efficiency  for  the  X- 
band  which  is  t:he  main  frequency  band  for  the  geodetic  VLBI  measurement,  and  can 


200 


reduce  the  VLBI  facilities.  These  merits  are  very  effective  for  small  mobile 
VI, BT  stations. 

For  this  purpose  we  arc  planing  single  frequency  VLBI  experiments  by  using 
our  highly  transportable  VLB  I  station  and  GTR-2.  i  lie  key  subject  in  this 
experiment  is  how  to  estimate  the  ionospheric  delay  of  the  line  of  sight  to  the 
radio  stars  from  that  of  the  GPS  satellite.  To  study  this  subject  we  are  making 
simultaneous  observations  of  the  normal  two  frequency  VLBI  experiments  and  GTR-2 
observation.  The  shemal ic  concept  is  denoted  in  figure  5. 

MORF,  PRECISE  MEASUREMENT 

As  the  GTR-2  uses  a  technique  of  the  amplitude  measurement  of  the  cross- 
correlated  signal  between  received  LI  and  1,2  P-code  of  the  GPS  satellite,  then 
the  measurement  precision  of  TEC  is  limited  by  the  S/N  ratio  of  the  received 
signals  and  the  period  of  the  P-code  clock  rate  (about  100  ns) .  Namely  the 
precision  is  proportional  to  the  period  of  signal  and  square-root  of  inverse  of 
S/N  ratio.  Therefore,  to  make  precise  measurement  of  TEC,  we  should  use  a  high 
gain  antenna  to  increase  S/N  ratio  or  a  long  integration  time  to  increase  the 
number  of  samples. 

For  the  other  solution  to  improve  the  measurement  precision,  we  are 
planning  a  more  precise  device,  named  GTK-3,  which  uses  the  phase  measurement 
technique  of  the  reconstructed  continuous  signals  which  have  the  frequency  of 
L1-L2  and  L1+T.2 .  By  using  this  method,  we  can  use  the  period  of  about  2.8  ns 
(for  L 1 — T , 2  signal)  and  about  0.36  us  (for  L1+L2  signal).  By  using  this  method 
we  can  improve  the  measurement,  precision  of  TEC  by  more  then  one  order  compared 
to  the  GTR-2  method .  In  this  method  we  should  use  the  coherent  local,  signals  in 
the  receiver  for  the  signal  processing  to  keep  the  phase  informations.  Figure  6 
shows  the  block  diagram  of  this  receiver'. 

Normally,  the  ambiguity  of  period  of  the  measurement,  signal  is  one  of  the 
largest,  problems  to  be  solved,  but  the  method  mentioned  above  has  an  advantage 
for  this  problem  compared  to  other  methods.  The  detailed  discussion  will,  be 
made  in  the  other  occasion. 

CONCLUSION 

Using  GTR-2  on  both  sites  of  time  comparison  stations,  the  improvement  of 
the  precision  of  time  comparison  were  obtained.  In  the  ease  of  long  distance 
time  comparison  between  OF  and  CRB,  we  can  gel.  the  rms  variation  of  loss  than  10 
ns  by  using  the  ionospheric  delay  obtained  by  GTR-2. .  This  experiment  is 
continuously  made  under  the  cooperation  between  CRL  and  BTPM.  As  GTR-2  has  a 
simple  st.rucLu.re  and  easily  maker  a  TEC  measurement,  then  i.t.  can  use  in  wide 
domains  of  science  and  technology  not  only  in  time  comparison  or  geodesy. 

REFERENCES 

1.  Tmae  M. ,  Lowandowski  W,  Thomas  C . ,  and  Miki  C.,”A  dual  frequency  GPS  receiver 
measuring  ionospheric  effects  without  code  demodulation  and  its  application  to 
time  comparison",  Proc,  of  20th  PTTI  meeting,  1988. 

2.  Kloubucher  J.A.  /'Ionospheric  Correction  for  the  Single  Frequency  User  of  the 
Global  Positioning  System",  IEEE  Trans,  on  NTS,  1982. 

3.  Allan  D.W.  and  Weiss  M.  A .  ,  "Aecu.ral.0  time  and  frequency  transfer  dun.  ring 
common  view  of  GPS  satellite",  Proc.  of  34 th  AFCS,  1980. 

4.  Amagai  J. ,  Kiuchi  H. ,  and  Kawaguchi  N. , "Short  Baseline  Experiments  Using 
Highly  Transportable  VLBI  station",  IEEE  Trans,  on  1M,  April  1989. 


MJD 

Measurement  Results  of  TEC  by  GTR—2 
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Application  results  of  measured  TEC 
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Figure  4 
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Application  to  single  frequency  VLBI  observation 

Figure  5 


Block  diagram  of  high-precision  TEC 
reciver  plan  (GIB— 3) 

(using  reconstructed  continuous  signal 
phases  by  cross-correlation) 

Figure  6 
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